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Purpose:  Provide a clear understanding regarding the minimum ALS Equipment required by type of 

Advanced Life Support Service. (see List Below)  

 

Guidelines:  All equipment carried for use in providing patient care must be maintained in accordance 

with the manufacturers’ recommendations.  All supplies shall be within their respective expiration dates 

and in accordance with BEMS Policy Statement 09-12, “Storage and Integrity of Prehospital Medications 

and IV Fluids.” 

Inventory:  ALS Agencies carrying gear for two (2) medics must ensure each set of gear complies with 

this guideline. 

Each ALS Unit is responsible for a daily equipment check and should maintain a record of said 

inventory. 

 

REQUIRED ALS 
EQUIPMENT 

ITEM QUANTITY AEMT CC P 

12-14G 2" Over-The-needle Catheter for 

Pleural Decompression 
2 

 
X X 

14G IV Catheter 3 X X X 

16G IV Catheter 3 X X X 

18G IV Catheter 3 X X X 

20G IV Catheter 3 X X X 

22G IV Catheter 3 X X X 

24G IV Catheter 3 X X X 

1cc Syringes 3  X X 

3cc Syringes 3  X X 

5cc Syringes 3  X X 

10cc Syringes for ET Sets 2 X X X 

10cc Syringes for Medication Administration 3  X X 

20cc Syringes 2  X X 

18G Needles 3  X X 
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ITEM QUANTITY AEMT CC P 

23G IM Needles 3  X X 

27G SQ Needles 3  X X 

2.5 Uncuffed Endotracheal Tube 2 X X X 

3.0 Uncuffed Endotracheal Tube 2 X X X 

3.5 Uncuffed Endotracheal Tube 2 X X X 

4.0 Uncuffed Endotracheal Tube 2 X X X 

4.5 Uncuffed Endotracheal Tube 2 X X X 

5.0 Endotracheal Tube 2 X X X 

6.0 Endotracheal Tube 2 X X X 

7.0 Endotracheal Tube 2 X X X 

8.0 Endotracheal Tube 2 X X X 

Adult End-Tidal Monitor (Waveform 
Capnography Capable) 

1 X X X 

Adult Rescue Airway Device Such As: 
Combitube/ Laryngeal Mask Airway/ King 
Airway Device 

 
1 

 
X 

 
X 

 
X 

Adult Laryngoscope Handles 2 X X X 

Adult Magill Forceps 1 X X X 

Adult Stylet 2 X X X 

Automated External Defibrillator 1 X   

EKG Monitor/Defibrillator with Pacing and 12- 

Lead Capabilities 
1 

 
X X 

Adult Pacing Pads or Paddles 1 X X X 

Defibrillation Gel/Defibrillation Pads 1 X X X 

Electrodes 20 X X X 

Monitor Cables (4 Lead) 1  X X 

Monitor Cables (12 Lead) 1  X X 

Treatment Cable 1 X X X 

Pediatric Pacing Pads 1  X X 

Pediatric Defibrillation paddles or Pads 1 pair  X X 

Spare EKG Battery 1  X X 

Spare EKG Paper 1  X X 

Glucometer 1  X X 

Glucometer Strips 5  X X 

Hand Held Nebulizers 3 X X X 

Adult and Pediatric Intraosseous Needles 2 X X X 

Macintosh Laryngoscope Blades 4 Asst Sizes X X X 

Macrodrip Administration Sets 4 X X X 
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ITEM QUANTITY AEMT CC P 

Meconium Aspirator 1 X X X 

Microdrip Administration Sets 6 X X X 

Dial-a-Flow Administration Set or FDA 

Approved Equivalent 
1 

 
X X 

Miller/Wisconsin Laryngoscope Blades 4 Asst Sizes X X X 

Needle Cricothyrotomy Kit or FDA Approved 

Equivalent 
1 

  
X 

Pediatric End-Tidal Monitor (Waveform 

Capnography Capable) 
1 X X X 

Pediatric Magill Forceps 1 X X X 

Pediatric Stylette 2 X X X 

Pulse Oximeter with Adult and Pediatric 

Sensors 
1 X X X 

Spare Batteries for Laryngoscope Handle 1 set X X X 

Tourniquets 2 X X X 

Vacutainer or Equivalent Blood Tube Holder 2 X X X 

Water Soluble Lubricant 6 packets X X X 

Broslow Tape or Equivalent 1 X X X 

CPAP Device 1 X X X 

     

 

RECOMMENDED 

ITEM QUANTITY AEMT CC P 

Large Spare Laryngoscope Bulbs 2 X X X 

Pediatric Burette or Soluset 1 X X X 

Small Spare Laryngoscope Bulbs 2 X X X 

 

 

 

 

 

 

 


